Each mask sent to Battelle CCDS™ for decontamination is inspected by technicians to determine if it can safely be decontaminated for reuse. CCDS technicians examine each mask to ensure it is compatible for decontamination, that it is not damaged (e.g., damaged straps, nose bridges, or nose foam), and that it does not have any visible soiling such as makeup, blood, mucus, or other foreign material. Damage or soiling will cause the mask to be discarded as required by Battelle’s FDA Emergency Use Authorization (EUA).

Please refer to this soil guide to help you maintain a high return rate for your masks. Our goal is to ensure your masks are effectively decontaminated. Any level of soiling, even a level that may seem minor, is a potential risk that we will not accept for safety and well-being of healthcare personnel and to comply with the terms of Battelle’s EUA.
Small amounts of soiling will lead to masks being discarded.

Damage will lead to masks being discarded.